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Lo all whom tt may concern: 

; Beit known that I, NrkoLA TESLA, a sub- 
ject of the Emperor of Austria, from Smiljan, 
Lika, border country of Austria-Hungary, and 
aresidentof New York, in the county and State 
of New York, have invented certain new and 
useful Improvements in Electrical Meters, of 
which the following is a specification, refer- 
ence being had to the drawings accompany- 
ing and forming a part of the same. 

My invention pertains to methods of and 

apparatus for estimating the electrical energy 
that has been expended in an electric circuit 
or any given portion of the same. 
_ The principle of theinvention is embodied 
in any form of apparatus in which a con- 
ductor immersed in an electrolytic solution is 
so arranged that metal may be deposited upon 
it or taken away from it in such manner that 
its electrical resistance is varied in a definite 
proportion to the strength of the current the 
energy of which is to be computed, whereby 
such variation in. resistancé may serve as a 
measure of the energy or may be utilized in 
various well-understood ways to bring into ac- 
tion suitable automatic registering mechan- 
ism when the resistance exceeds or falls below 
predetermined limits. © 

In carrying out my invention I prefer to 
employ an electrolytic cell, through which ex- 
tend two conductors parallel and in close 
proximity to each other. Iconnect these con- 
ductors in series through a resistance, but in 
such manner that there isan equal difference 
of potential between them throughout their 
entire extent. The free ends or terminals of 
the conductors are connected either in series 
in the circuit supplying the current to the 
lamps or other devices or in parallel to a re- 
sistance in the said circuit and in series with 
the translating devices. Under such cireum- 
stances a current passing through the con- 
ductors establishes a difference of potential 
between them which is proportional to the 
strength of the current, in consequence of 
which there is a leakage of current from one 
conductor to the other across the solution. 
The strength of this leakage current is pro- 
portional to the difference of potential, and, 
therefore, in proportion to the strength of the 
current passing through the conductors. 
Moreover, as there is a constant difference of 
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potential between the two conductors through- 
out the entire extent that is exposed to the 
solution, the current density through such so- 
lution is thesame atall corresponding points, 
and hence the deposit is uniform along the 
whole of one of the conductors, while the 
metal is taken away uniformly from the other. 
The resistance of one conductor is by this 
means diminished, while that of the other is 
increased both in proportion to the strength 
of the current passing through the conductors. 
From such variation in the resistance of either 
or both of the conductors forming the positive 
and negative electrodes of the cell the eurrent 
energy expended may be readily computed. 

Other modified arrangements of the con- 
ductors are contemplated, as will be under- 
stood from the following description and ref- 
erence to the drawings. 

The figures are diagrams showing the me- 
ter in operative relations to a working-cirenit 
and under slightly-modified arrangements. 

In Fig. 1, G designates a suitable direct- 
current generator. L Ll are the conductors 
of the cireuit extending therefrom and in- 
eluding and supplying lamps or other trans- 
lating devices T.. A is a tube, preferably of 
glass, the ends of which are sealed, as by 
means of insulating plugs or capsBB. CC’ 
are two conductors extending through the 
tube A, their ends passing out through the 
plugs B to terminals thereon. These con- 
ducters may be corrugated or formed in other 
proper ways to offer the desired electrical re- 
sistance. Ris a resistance connected in se- 
ries with the two conductors C C’, which by 
their free terminals are connected up in the 
circuit of one of the conductors L. . 

The method of using this device and com- 
puting by means thereof the energy of the 
current will be readily understood. First, 
the resistances of the two conductors C C’, 
respectively, are accurately measured. and 
noted. Then a kuown current is passed 
through the instrument fora given time, and 
by a second measurement the increase and 
diminution of the resistances of the two con- 
ductors respectively taken. From these data 


the constant is obtained—that is to say, for 
example, the increase of resistance of one 
conductor or the diminution of the resistance 
of the other per lamp-hour. These two meas- 
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urements evidently serve as a check, since 
the gain of one conductor should equal the 
loss of the other. A further check is afforded 
by measuring both wires in series with the re- 
sistance, in which case the resistance of the 
whole should remain constant. 

In Fig. 2 the conductors C C’ are connected 
in parallel, the current device at X pass- 
ing in one branch first through a resistance 
R’ and then through conduetor C, while in 
the other branch it passes first through con- 
ductor C’, and then through resistance R”. 
The resistances R’ R’’ are equal, as also are 
the resistances of the conductors CC’. It is, 
moreover, preferable that the respective re- 
sistances of the conductors C C’ should be a 
known and convenient fraction of the coils 
or resistances R’ R’’. It will be observed 
that in the arrangement shown in Fig. 2 there 
is a constant potential difference between the 
two conductors C C’ threughout their entire 
length. 

It will be seen that in both cases illus- 
trated the proportionality of the increase or 
decrease of resistance to the current strength 
will always be preserved, for what one con- 
ductor gains the other loses, and the resist- 
ances of the conductors C C’ being small as 
compared with the resistances in series with 
them. It will be understood that after each 
measurement or registration of a given varia- 
tion of resistance in one or both conductors 
the direction.of the current should be changed 
or the instrument reversed, so that the de- 
posit will be taken from the conductor which 
has gained and added to that which has lost. 
This principle is capable of many modifica- 
tions. For instance, since there is a section 
of the cireuit—to wit, the conductor C or C’— 
that varies in resistance in proportion to the 
current strength, such variation may be util- 
ized, as is done in many analogous cases, to 
effect the operation of various automatic de- 
vices, such as registers. I prefer, however, 
for the sake of simplicity to compute the en- 
ergy by measurements of resistance. 

The chief advantages of this invention are, 
first, that it is possible to read off directly the 
amount of the energy expended by means of 
a properly-constructed ohm-meter and with- 
out resorting to weighing the deposit; second, 
it is not necessary to employ shunts, for the 
whole of the current to be measured may be 
passed through the instrument; third, the ac- 
curacy of the instrument and correctness of 
the indications are but slightly affected by 
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changesin temperature. In addition to these 
advantages the invention possesses the merit 
of economy in the waste of energy and sim- 
plicity, compactness, and cheapness in con- 
struction. 

What I claim is— 

1. The method of computing the amount of 
electrical energy expended ina given time in 
an electric cirenit, which consists in main- 
taining by the current a potential difference 
between two conductors in an electrolytic so- 
lution uniform throughout the whole extent 
of such conductors exposed to the solution 
and measuring the variation of the resistance 
in one or both of said conductors due to the 
gain or loss of metal by electro-deposition, as 
set forth. 

2. The combination, with an electric cir- 
cuit, of a meter composed of an electrolytic 
cell and two conductors passing through the 
same, the said conductors being in or con- 
nected with the main circuit and so that a 
potential difference uniform throughout the 
whole extent exposed to the solution will be 
maintained between them, as set forth. 

8 The combination, with an electric cir- 
cuit containing translating devices, of a me- 
ter composed of an electrolytic cell and two 
conductors passing through the same and 
connected in series with the translating de- 
vices, and one or more resistances connected 
therewith for establishing a potential differ- 
ence between the two conductors through the 
solution of the cell, as set forth. 

4. Anelectrical meter consisting of an elec- 
trolytic cell, two parallel conductors extend- 
ing through the same, the said conductors be- 
ing connected together in series through a re- 
sistance and having terminals at their free 
ends for connection with a circuit, these parts 
being combined in the manner substantially 
as set forth. 

5. An electric meter consisting of a tubular 
cell containing an electrolytic solution and 
closed at the ends, two parallel conductors ex- 
tending through the cell, a resistance-connec- 
tion between the end of one conductor and 
the opposite end of the other, and terminals 
for the remaining ends of the respective con- 
duetors, these parts being combined as set 
forth. 


NIKOLA TESLA. 
Witnesses: 
Roprt. I, GAYLORD, 
PARKER W. PAGE. 
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